[A unit for testing semiautomatic and automatic tools to measure blood pressure and heart rate].
To test automatic and semiautomatic tools for measuring blood pressure and heart rate, the authors propose an automatic device that generates cuff pressure and compares it with reference pressure. Based on this comparison, an error of blood pressure measurement is calculated. Similarly, that of heart rate measurement is defined.